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A  Nonionizing  Radiation  Protection  Special  Study  of  the  Dynatron  Model  DT-820 
HeNe  Laser  was  performed  by  this  Agency  at  Walter  Reed  Any  Medical  Center. 

It  was  determined  that  the  Dynatron  Model  DT-820  laser  was  a  Class  2  laser  sys¬ 
tem  and  the  laser  radiation  emitted  from  the  Dynatron  did  not  present  a  hazard 
to  the  skin. A 
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Pynatron  Model  0T-820  HeNe  Laser,  April  1983 


Commander 

US  Arnjy  Health  Services  Command 
ATTN:  HSPA-P 

Fort  Sam  Houston,  TX  78234 


EXECUTIVE  SUMMARY 


The  purpose,  essential  findings,  and  major  recommendations  of  the  Inclosed 
report  follow: 

a.  Purpose.  The  purpose  of  this  report  Is  to  determine  If  the  laser 
radiation  emitted  by  the  Dynatron  Model  DT-820  Helium-Neon  laser  exceeds 
current  exposure  limits  and  to  make  recommendations  to  eliminate  exposure  of 
personnel  to  potentially  hazardous  laser  radiation. 

b.  Essential  Findings.  The  Dynatron  Model  DT-820  laser  Is  a  Class  2 
laser  system  and  the  laser  radiation  emitted  from  the  Dynatron  does  not 
present  a  hazard  to  the  skin.  However,  personnel  should  not  attempt  to  stare 
directly  Into  the  beam. 


c.  Major  Recommendations.  Do  not  point  the  Dynatron  Model  DT-820  laser 
Into  the  eyes  of  patients. 
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1.  AUTHORITY.  Letter.  HSHL-HP ,  Halter  Reed  Amy  Medical  Center,  26  October 
1982,  subject:  Evaluation  of  Laser  Acupuncture  Investigational  Medical 
Device,  and  Indorsement  thereto. 

2.  REFERENCES.  See  Appendix  A  for  a  listing  of  references. 

3.  PURPOSE.  To  evaluate  possible  optical  radiation  hazards  associated  with 
the  Qynatron  Model  DT-820  Helium-Neon  (HeNe)  laser  and  to  make 
recommendations  necessary  to  eliminate  exposure  of  personnel  to  potentially 
hazardous  optical  radiation  from  this  device. 

4.  GENERAL. 

a.  Background.  The  Dynatron  Model  DT-820  HeNe  Laser  was  obtained  by  the 
Pain  Control  Clinic,  Walter  Reed  Amy  Medical  Center  (WRAMC),  from 
Dynatronlcs  Research  Corporation,  Salt  Lake  City,  Utah  84104,  for 
consideration  for  possible  use  as  a  laser  "blostlmulator."  An  extensive 
literature  on  "laser  blostlmulatlon"  has  accumulated  In  recent  years 
(Appendix  B).  Many  claims  have  been  made  In  these  reports  to  the  effect  that 
low  power  coherent  light  has  certain  properties  to  stimulate  wound  healing, 
pain  relief,  etc.,  at  levels  below  thermal  heating.  In  the  United  States, 
most  of  these  reports  have  been  met  with  great  skepticism.  However,  there 
has  been  a  need  to  conduct  an  unbiased  study  of  these  effects.  The  HRAMC 
Pain  Control  Clinic  planned  to  use  this  device  to  test  by  objective  means 
these  claims  found  In  the  literature. 

b.  Description.  The  Dynatron  Model  DT-820  is  a  HeNe  laser  operating  at 
632.8  nm.  The  laser  radiation  Is  delivered  through  a  flexible  fiber  optic 
light  guide  to  a  hand-held  stylus.  The  system  may  be  operated  In  the  pulsed 
mode  from  2.5  Hz  to  200  Hz.  In  the  pulsed  mode,  the  beam  Is  mechanically 
chopped  with  50  percent  duty  cycle.  The  system  Is  portable  and  Is  operated 
from  120  V  AC.  The  Figure  shows  an  Illustration  of  the  Dynatron  laser. 

c.  Inventory.  One  Dynatron  Model  DT-820  'aser  [Serial  Number  (SN)  EXP 
.2]  was  oh  hand  at  the  Pain  Control  Clinic,  WL<MC,  Room  6344,  Ward  63. 

d.  Instrumentation. 

(1)  United  Detector  Technology  Inc.  (UDT)  Model  40X  Optometer  (SN 

45101). 

(2)  Tektronix  Model  214  Storage  Oscilloscope  (SN  B1U999). 

e.  Radiometric  Terms  and  Units.  Radiometric  terms  and  units  are  listed 
In  Appendix  t. 


Figure  1.  The  Dynatron  Model  DT-820  HeNe  Laser 


Nonionizing  Radn  Prot  Sp  Study  No.  25-42-0340-83.  Apr  83 


5.  FINDINGS. 

a.  Radiometric  Measurements.  Radiometric  measurements  Mere  made  on  the 
Oy natron  node)  dt-bzu,  5R  txp  .2,  at  the  Pain  Control  Clinic,  WRAMC,  on  31 
March  1983.  The  results  of  these  measurements  are  as  follows: 

/ 

(1)  Continuous  Wave  Mode. 

Radiant  Power:  0.89  mW 

Beam  Divergence:  27°  at  1/e  points 

(2)  Pulsed  Mode.  The  Table  provides  values  of  the  measured 
frequency  and  the  average  power  for  various  frequency  settings.  An  Indicated 
frequency  of  29  Hz  gave  the  maximum  average  power  of  0.67  mW. 

TABLE.  LASER  OUTPUT  MEASUREMENTS 


THDICATECT 

FREQUENCY 

Hz 


MEASURED - AVERAGE 

FREQUENCY  POWER 

Hz  mW 


Low  Mode 


2.5 

2.9 

0.41 

10 

26.3 

0.39 

20 

28.6 

0.42 

25 

34.5 

0.52 

High  Mode 

25 

28.6 

0.48 

29 

.... 

0.67 

30 

40 

0.54 

60 

76.9 

0.40 

80 

125 

0.40 

140 

166.7 

0.40 

160 

188.7 

0.40 

200 

0.40 

b.  Manufacturer's  Measured 

Parameters. 

(1)  Continuous  Wave  Mode. 

Radiant  Power:  0.95  mW 
Seam  Divergence:  30° 

(2)  Pulsed  Mode.  Average  Power  at  80  Hz:  0.45  mW 
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c.  Federal  Performance  Standard.  The  appropriate  namings  were 
permanently  attached  to  the  device  housing  and  other  system  safety  features 
were  present  as  prescribed  In  21  CFR  1040. 

d.  Investigational  Pev Ice  Exemption  (IDE).  At  the  time  of  the  stu4y  the 
MRAMC  Pain  Control  Clinic  was  preparing  an  I0t  for  submission  to  their  Human 
Use  Committee. 

6.  DISCUSSION. 

a.  Laser  Hazard  Classification.  The  maximum  radiant  power  of  the 

Dy natron  Model  Dt-820  HeNe  laser  Is  0.89  mW.  This  Is  greater  than  the  Class 
1  emission  limit  for  visible  lasers  of  0.4  utf  and  less  than  the  Class  2 
emission  limit  for  visible  lasers  of  1  mW.  Therefore,  this  laser  Is 
classified  from  a  hazard  standpoint  as  a  Class  2,  low  power  laser.  The 
potential  hazard  from  this  laser  Is  limited  to  the  eye,  and  It  does  not  pose 
a  skin  or  fire  hazard.  A  retinal  Injury  could  result  If  an  Individual  were 
to  sta^e  within  the  direct  laser  beam  or  a  specularly  reflected  beam. 

However,  an  Individual's  natural  aversion  response  (blink  reflex)  to  the 
extremely  bright  light  from  this  laser  would  limit  the  exposure  to  a  level 
below  current  protection  standards;  therefore,  this  laser  does  not  pose  a 
significant  hazard  to  the  eye. 

b.  Exposure  Limit.  The  exposure  limit  for  staring  directly  Into  the 
beam  of  the  by  natron  Model  DT-820  laser  was  calculated  to  be  10  s  at  a 
distance  of  2  cm  and  8  hr  at  a  distance  of  70  cm. 

7.  CONCLUSION.  The  Dynatron  Model  DT-820  laser  does  not  present  a  hazard 
during  normal  use.  However,  personnel  should  not  attempt  to  stare  directly 
Into  the  beam. 

8.  RECOMMENDATION.  Oo  not  point  the  Dynatron  Model  DT-820  laser  Into  the 
eyes  of  patients  [para  5-38b(5),  AR  40-5]. 


Nuclear  Medical  Science  Officer 
Laser  Microwave  Division 


APPROVED: 

CHARLES  E.  DAY,  III  v 
MAJ,  MSC 

Chief,  Laser  Microwave  Division 
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APPENDIX  A 
REFERENCES 

1.  AR  40-5,  Health  and  Environment,  25  September  1974. 

/ 

2.  AR  40-46,  Control  of  Health  Hazards  from  Lasers  and  Other  High  Intensity 
Optical  Sources,  6  February  1974,  with  Change  1,  15  November  1978. 

3.  TB  HED  279,  Control  of  Hazards  to  Health  from  Laser  Radiation,  30  Nay 
1975. 

4.  Title  21,  Code  of  Federal  Regulations  (CFR),  1982  rev.  Part  812, 
Investigational  Device  Exemptions. 

5.  Title  21,  CFR,  1982  rev.  Part  1040,  Performance  Standards  for 
Light-Emitting  Products. 

6.  Letter,  HSHL-SAO,  Halter  Reed  Army  Medical  Center,  18  April  1983, 
subject:  Effects  of  Blostlmulatlon  with  Laser  for  Relief  of  Chronic  Pain. 
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